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1. Phuong tién do/ Object: NHIET AM KE/ THERMO-HYGROMETER

2. Hang san xuat/ Manufacturer: BEURER

3. Kiéu/ Model: HM 16 S6 nhéan dang/ ID: 528
4. S6 hidu/ SN: NA

5. bac trung ky thuat/ Specification:

+ Thang do nhiét 46/ Temperature range: 0 + 50 °C
+ D0 phén gidi nhiét d6/ Resolution: 0,1 °C + Thang do d6 &m/ Humidity range range: 20 + 95 %RH
+ D6 phén giai 46 &m/ Resolution: 1 %RH + Loai nhiét &m ké/ Type: Digital

6. Khach hang/ Custommer: CONG TY TNHH PAM BAO CHAT LUQNG VIET NAM

7. Dia chi/ Address: Tang 4, 130 Nguyén Duc Canh, Tuong Mai, Hoang Mai, Ha Noi
8. Noi bdo tri/ Place of maintenance: Phong hiéu chuan 1

9. Dia chi/ Address: Tang 4, 130 Nguyén DPitc Canh, Tuong Mai, Hoang Mai, Ha Néi
10. Phwong phép bao tri/ - Maintenance method: A-00 - /

11. Chuén st dung/ Standards Used:

12. Moi truong béo tri/ maintenance environment:
Nhiét do/ Temperature: [25,3 + 25,5] °C b6 &m/ Humidity: [55 + 58] %RH

13. Ngay bao tri/ Date of maintenance: 31/10/2024

14. Ngay bao tri lai theo yéu cdu ctia khach hang/
Remaintenance date as request of customer: 31/10/2025
15. Tem bao tri/ maintenance label: A528

1 Két qua bdo tri ghi trong gidy chirmg nhén nay chi c6 gia tri doi vé6i thiét bi da duoc bao tri trén day.
’ The maintenance results in this certificate are applicable to the above maintenance instrument only.

9 Khong duogc trich sao mét phan gidy chimg nhan nay néu khéng cé sy déng y bang van ban cta AoV.
’ This certificate shall not be reproduced, except in full without the written approval of AoV.

3 Tén khach hang duoc ghi theo yéu cau cta noi giri mau.
’ Name of customer is written as customer’s request.
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KET QUA BAO TRi/

RESULTS OF MAINTENANCE

I. KIEM TRA TRUGC BAO TRI/ PRE-MAINTENANCE CHECKING

- Kiém tra d6 phan hoi cac phim bam./ Check the response of the keys.

- Kiém tra céc chtic ndng cla thiét bi./ Check the functions of the equipment.

ILTIEN HANH BAO TRI/ MAINTENANCE

- Dung con cho 1én khan sach lau nhe bé mat truée va sau lung cta thiét bi./ Use alcohol on a clean cloth to gently wipe the front
and back of the device.

I1I. KIEM TRA SAU BAO TRI/ POST-MAINTENANCE CHECKING

- Kiém tra thiét bi vAn dang hoat dong binh thuong./ Check the device is still working properly.
IV. KET QUA SAU BAO TRI/ RESULT AFTER MAINTENANCE

- K&t luan: Thiét bi hoat dong binh thuong/ Conclusion: The device works normally

- Két qué kiém tra sau bao tri

Gié tri chuén:

+ Nhiét dé: 25.04 °C

+ P06 dm: 50.19 %RH

Gidé tri chi thi:

+ Nhiét dé: 25.2 °C

+ D6 4m: 49 %RH

Sai s6:

+ Nhiét d6: 0.16 °C

+ D6 dm: -1.19 %RHI.

- Hét/ End -

1 Két qua bao tri ghi trong gidy ching nhén nay chi ¢6 gia tri déi véi thiét bi da dugc bao tri trén day.
’ The maintenance results in this certificate are applicable to the above maintenance instrument only.

9 Khong duoc trich sao mét phan gidy chimg nhan nay néu khéng cé sy déng y bang van ban clia AoV.
’ This certificate shall not be reproduced, except in full without the written approval of AoV.

3 Tén khach hang duwoc ghi theo yéu cau cla noi giri mau.
’ Name of customer is written as customer’s request.
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