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GIAY CHUNG NHAN HIEU CHUAN

CERTIFICATE OF CALIBRATION

S6/ N': A1075107142
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. Phuong tién do/ Object: LO NHIET CHUAN/ FIELD METROLOGY WELL

. Hang san xuét/ Manufacturer: FLUKE

. Ki€u/ Model: 9144 S6 nhén dang/ ID: 64

. SO hiéu/ SN: B63241

. bac trung k¥ thuat/ Specification:

?

oy

s

Ngay/ Date: Trang/ Page: 1/2
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+ Khoang nhiét d6/ Temp. range: 50+650 2C + D0 phéan giai/ Resolution: 0,01 2C
+ Kich thudc trong/ Internal dimension: NA

6. Khach hang/ Custommer: CONG TY TNHH PAM BAO CHAT LUONG VIET NAM

7. Dia chi/ Address: Tang 4, 130 Nguyen Dic Canh, Twong Mai, Ha Néi

8. Noi hiéu chuén/ Place of calibration: Phong hiéu chuan 1

9. Dia chi/ Address: Tang 4, 130 Nguyén Dtc Canh, Twong Mai, Ha Noi

10. Phuong phép hiéu chuén/ Procedure of calibration: A-00 - Lién két chuan bén ngoai/
11. Chuén st dung/ Standards Used:

12. Méi truomg hiéu chuén/ calibration environment:

Nhiét dd/ Temperature: [ + ] °C Do &m/ Humidity: [ + 1 %RH

13. Ngay hiéu chudn/ Date of calibration: 05/08/2025

14. Ngay hiéu chuén lai theo yéu cau ctia khach hang/
Recalibration date as request of customer: 05/08/2026
15. Tem hiéu chudn/ calibration label: A142

1 Két qua hiéu chudn ghi trong gidy chimg nhan nay chi cd gia tri doi véi thiét bi da duoc hiéu chuan trén day.
" The calibration results in this certificate are applicable to the above calibration instrument only.

Khong duoc trich sao moét phan gidy chimg nhén nay néu khéng cé sy ddng y bang van ban clia AoV.

2. . , . ; f
This certificate shall not be reproduced, except in full without the written approval of AoV.
3 Tén khach hang dugc ghi theo yéu cau cla noi gii mau.
" Name of customer is written as customer’s request.
A-00-02
Tru s& chinh: Tang 4, 130 Nguyén Pitc Canh, Tuwong Mai, Ha Noi VPDD: 54 Tran Khénh Duw, Tan Dinh, TP. H6 Chi Minh

Tel: 0242 2136 935 Email: info@aov.vn Tel: 0283 5106 995 Website: www.aov.vn
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Noayl Date: O AR ORI 0 Trangl Page: 212
KET QUA HIEU CHUAN/
RESULTS OF CALIBRATION

LIEN KET CHUAN PIEM KIEM TRA SAI LECH HIEN THI | PKDBD
KT3-01483ANH5 (QUATEST3) 1002C 0°C 0.15°C
KT3-01483ANH5 (QUATEST3) 150°C -0.16°C 0.25°C
KT3-01483ANH5 (QUATEST3) 180°C -0.032C 0.41°C
KT3-01483ANH5 (QUATEST3) 350°C 0.28°C 0.44°C
KT3-01483ANH5 (QUATEST3) 450°C -0.11°C 0.8°C
KT3-01483ANH5 (QUATEST3) 550°C -0.41°C 0.72°C
KT3-01483ANH5 (QUATEST3) 650°C 0.02°C 0.78°C

Lién két chuan/ Traceability

- Céc két qua hiéu chuén clia AoV cho cac phép do dwoc cong nhén trong gidy ching nhan hiéu chudn nay duoc lién két t6i Hé Po
luong Quéc té (SI) thong qua Vién Do lwdng Viét Nam (VMI) hoac phong hiéu chuén ép dung ISO/IEC 17025:2017 dugc ILAC cong
nhan./ The AoV’s calibration result for the accredited measurements in this calibration certificate are traceable to the International System of Unit (SI)
though a National Metrology Institute (VMI) or an ILAC recognized ISO/IEC 17025:2017 calibration laboratory.

- Hé don vi duoc st dung trong GCN hiéu chudn nay tuan theo hé don vi do luong phép dinh quy dinh trong “Luét do luong 2011”
va “Nghi dinh s6 86/2012/ND-CP”./ The unit system used in this calibration certificate complies with the system of legal unit of measurement
specified in “Law on Measurement 2011” and “Decree No0.86/2012/ND-CP”.

- P9 khong dam bao do chuén duoc x4c dinh theo tai liéu ISO/IEC GUIDE 98-:3:2008- GUM:1995/ The standard uncertainty is determined
according to the document: ISO/IEC GUIDE 98-3:2008- GUM:1995.

Thong tin thém/ Other informations

- Phuong tién do nay khong duoc st dung dé dinh lwong hang héa, dich vu trong mua bén, thanh toén, bdo dam an toan, béo vé
sttc khde cong dong, bao vé mdi truong, trong thanh tra, kiém tra, gidm dinh tw phap va trong céc hoat déng cong vu khéc/ This
measuring instrument must not be used for quantifying goods or services in trade, payment, ensuring safety, protecting public health, environmental
protection, inspection, judicial expertise, or other official activities.

- Phuong tién do nay khéng dwoc st dung truc tiép dé kiém dinh phuwong tién do nhém 2/ This measuring instrument is not used directly to
verify the measuring instrument of group 2.

- Céc tiéu chi dénh gi4 (néu c6) duoc thé hién trong phu luc hop déng véi khach hang/ Evaluation criteria (if any) are
shown in contract appendix with the customers.

- Quy tac ra quyét dinh va tuyén bé sw phu hop duwoc xac dinh theo tai liéu ILAC-G8:09-2019 muc 4.2.1 "Tuyén bd

nhi phan cho quy tac chap nhan don gian"/ Decision rules and statements of conformity is determined according to the
documents ILAC-G8:09-2019 item 4.2.1 "Binary statement for simple acceptance rule".

- Xem cac thong tin khac tai/ See more information at: https://server2.aov.vn/app/cus/?id phieu=131303

--- Hét/ End --

K&t qué hiéu chuédn ghi trong gidy chtimg nhan nay chi cé gia tri d6i véi thiét bi da duoc hiéu chuén trén day.

L. The calibration results in this certificate are applicable to the above calibration instrument only.

9 Khong duoc trich sao moét phan gidy chimg nhan nay néu khéng cé sy ddng y bang van ban clia AoV.
" This certificate shall not be reproduced, except in full without the written approval of AoV.

3 Tén khach hang duoc ghi theo yéu cau cla noi gii mau.

Name of customer is written as customer’s request.

A-00-02
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